[Removable partial denture. A variation on the gauge used in design].
In this article we describe a modification of the gauge of the surveyor in such a way that we can measure the height of the retention arms' slide area over the abutment teeth, in order to obtain the same height in the reciprocal arm slide area to avoid the jiggle movements of the abutment teeth during the removal and insertion.